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NATIONAL FOREWORD 

This Indian Standard (Part A05) which is identical with ISO 105-A05 : 1996 Textiles — Tests for colour 
fastness — Part A05 : Instrumental assessment of change in colour for determination of grey scale 
rating' issued by the International Organization for Standardization (ISO) was adopted by the Bureau of 
Indian Standards on the recommendation of the Chemical Methods of Test Sectional Committee and 
approval of the Textile Division Council. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard* appear referring to this standard, they should 
be read as Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standard for which Indian 
Standard also exists. The corresponding Indian Standard which is to be substituted in their place is 
listed below along with its degree of equivalence for the edition indicated: 



International Standard 



ISO 105-J03 : 1995 Textiles — 
Tests for colour fastness — 
Part J03 : Calculation of colour 
difference 



Corresponding Indian-Standard. 



IS 15098 : 2002 Textiles — Method for 
determination of colour fastness — Method 
for calculation of colour difference 



Degree of 
Equivalence 

Technically 
Equivalent 



The composition of Technical Committee responsible for the preparation of this standard is given in 
National Annex A. 

In reporting the results of a test or analysis made in accordance with this standard, if the final value 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules for 
rounding off numerical values {revised)'. 
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1 Scope 

This part of ISO 105 specifies an instrumental method for assessing the change in colour of a test specimen in 
comparison to an identical untreated reference, and the calculations undertaken to convert the instrumental 
measurements into a grey scale rating. 

This method is intended as an alternative to the many national methods for visual evaluation of the effect of a 
colour fastness test on any textile material. 

NOTE 1 There may be a difference between instrumental and visual assessments of specimens due to fluorescence, 

and/or other factors. 



2 Normative references 

The following standards contain provisions which, through reference in this text, constitute provisions of this part 
of ISO 105. At the time of publication, the editions indicated were valid. All standards are subject to. revision, and 
parties to agreements based on this part of ISO 105 are encouraged to investigate the possibility of applying the 
most recent editions of the standards indicated below. Members of IEC and ISO maintain registers of currently 
valid International Standards. 

ISO 105-J03:1995, Textiles — Tests for colour fastness — Part J03: Calculation of colour differences, 

CIE Publication No. 5.2, Colorimetry, 2nd ed., 1986. 11 



3 Principle 

The colour of the specimen which has been subjected to the colour fastness test and the colour of an identical 
untreated specimen are measured instrumental^. The CIELAB coordinates for lightness L*, chroma C* b and hue 
h ab are determined for both specimens, and the CIELAB differences AL\ AC* b and A//* b are calculated and con- 
verted to a grey scale rating by means of a series of equations. 



1) Available from the CIE Central Bureau, Kegelgasse 27, A-1030 Vienna, Austria. 
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4 Apparatus 

4.1 Spectrophotometer or colorimeter, meeting any one of the illuminating and viewing conditions for re- 
flecting specimens as described in CIE Publication 15.2, subclause 1.4. 

5 Test specimen 

Choose a representative sample of material which has been subjected to a colour fastness test, of adequate size 
to fit the sample holder of the instrument used and having no visible defects. Back a single layer of the test 
specimen with an opaque white material containing no fluorescent whitening agents (FWA). Both the test speci- 
men and the untreated reference shall be backed in an identical manner. 

NOTE 2 Alternatively, back the test specimen with a number of thicknesses of the identical untreated material sufficient to 
give an acceptably opaque specimen. 

6 Test procedure 

6.1 From the untreated material, prepare a reference consisting of the same number of thicknesses of material 
as that used to prepare the test specimen {see clause 5). Mount the reference in the sample holder and measure 
its colour values with the instrument (see 4.1). From the instrument system, obtain CIE tristimulus values using 
CiE illuminant D65 and 10* observer. Calculate the CIELAB L\ C a * b and h ab values using the data obtained, as 
specified in ISO 105-J03. 

NOTE 3 Permitted illuminant/observer alternatives for colorimetric calculations are: 065/2°; C/2°; C/10*. 

6.2 Measure the colour of the specimen (see clause 51 in the same manner and calculate the CIELAB L\ C' b 

and h ab values. 

7 Calculation of change in colour 

7.1 Calculate the differences in lightness AL\ chroma AC* b and hue A// a * b between the reference and specimen 

from the data obtained in clause 6. 

7.2 Calculate the change in colour A£ F using the following equations, where: 
the subscripts S and R refer to test Specimen and Reference respectively; 

the subscript N is used to indicate functions of the means of the values of the specimen and reference; 

the subscript K is used to indicate corrected hue and chroma functions; 

the subscript F is used to indicate special colorimetric values, to distinguish them from the CIELAB colorimetric 
values in common usage. 



A£ F = [(AT) 2 + (AC F ) 2 + (A// F ) 2 ] 1 ' 2 
A/y F -A// K /[1 + (10C M /1 000) 2 ] 
AC F - AQ/[1 + (20C M /1 000) 2 ] 



Atf K = A/&-0 



AC K =AC a * b -D 
£HAC a VC M .e-*)/100 
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Cm " (QVs + ^ab.R)/ 2 

x = l(h M - 280) /30] 2 if | ^ - 280| < 180 

jc=[(360- |A M -280|)/30] 2 if |*^-280| > 180 

*m - (4*s + W 2 if I Vs " VrI < 180 

^=(Vs + VR)/ 2 + 18 0' f IVs-WI > 180 and I^s + VrI < 360 

^M - fob.S + Vr)/ 2 * 18 ° if l^ab.S " VrI > 180 and I Vs + VrI > 360 

^S' C'ab.s* ^ab f s - lightness, chroma and hue of Specimen 
l r> Ca'b.R- *ab.R - lightness, chroma and hue of Reference 
&L\ AC' b and &H* b are calculated in accordance with ISO 105-J03:1995, subclause 3.2. 



8 Determination of grey scale rating for colour change 

Using A£ F calculated in 7.2, determine the grey scale rating for colour change (GS C ), expressed to the nearest 
half-point (e.g. 5; 4,5; 4; etc.), either from table 1 or from equation (1) or equation (2). 

NOTE 4 Use of equation (1) or equation (2) produces a continuous function, yielding a decimal value of GS C compared to the 
stepwise value obtained from table 1 . 



GS = 5 - [A£ F /1 ,7] if AE? ^ 3,4 

GS = 5 - [log 10 {A£ F /0,85)/log 10 2] if A£ F > 3,4 



.--0) 
...(2) 



Table 1 



Range of A£ F 


GS C 


<0,40 


5 


0,40 ^AE f < 1,25 


4,5 


1,25 ^ A£ F <2,10 


4 


2,10 <A£ F < 2.95 


3,5 


2,95^ A£ F < 4,10 


3 


4,10 ^A£ F < 5,80 


2,5 


5,80 ^ A£ F < 8,20 


2 


8,20 ^A£ F < 11.60 


1.5 


» 11.60 


1 
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9 Test report 

The test report shall contain at least the following information: 

a) the number and year of publication of this part of ISO 105, i.e. ISO 105-A05:1996; 

b) all details necessary for complete identification of the specimen(s) tested; 

c) identification of the spectrophotometer or colorimeter used, including the CIE geometry type; 

d) test conditions, including illuminant and observer used; 

e) grey scale rating GS C determined for each test specimen, expressed to the nearest half-point (e.g. 5; 4,5; 4; 
etc.). 

f) date of the test. 
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NATIONAL ANNEX A 

{National Foreword) 

COMMITTEE COMPOSITION 

Chemical Methods of Test Sectional Committee, TX 05 



Organization 
Textiles Committee, Mumbai 

Bapuji Institute of Engineering & Technology, Davangere 

Central Institute for Research on Cotton Technology, Mumbai 

Central Pollution Control Board, Delhi 

Clariant India Ltd, Mumbai 

Directorate of Standardization (Production & Supplies), 
New Delhi 

in personal capacity (2 Siddhi Vinayak Cooperative Group 
Housing Society, Swatantrya Veer Savarkar Marg, 
Prabhadevi, Dadar, Mumbai) 

Indian Institute of Carpet Technology, Bhadohi 

Indian Jute Industries' Research Association, Kolkata 
Jaya Shree Textiles, Rishra 

L. N. Chemical Industries, Mumbai 
Maniklal Verma Textile Institute, Bhitwara 
Man-Made Textile Research Association, Surat 

Ministry of Defence (DGQA), Kanpur 

Ministry of Defence (R&D), Kanpur 

Office of the Textile Commissioner, Mumbai 
Premier Colorscan Instruments PvtLtd, Thane 

Rajasthan Spinning and Weaving Mills Ltd, Noida 

Reliance Industries Ltd, New Delhi 

SNDT Women's University, Mumbai 
Suditi Industries Ltd, Mumbai 

Suni! Industries Ltd, Mumbai 

Texan Lab, Mumbai 

Textiles & Engineering Institute, Ichalkaranji 

The Bombay Millowner's Association, Mumbai 



Representative(s) 

Dr G. S. Nadiger (Chairman) 
Shri E. Viswambharam (Alternate) 

Dr H, L. Vuaykumar 

Dr K. Murugesh Babu (Alternate) 

Dr (Ms) C. R. Raje 

Dr R. H. Balasubramanya (Alternate) 

Dr M. Q. Ansari 

Shri Ajay Aggarwal (Alternate) 

Dr V. G. Nayak 

Lt-Col (Dr) R. Srivastava 

Lt-Cdr B. Manjunath (Alternate) 

Shri M. D. Dixit 



Prof (Dr) K. K. Goswami 

Shrimati Betty Das Gupta (Alternate) 

Shri A. K. Banerjee 

Shri Abhey Nair 

Shri Pawan Sharma (Alternate) 

Shri Ketan L. Gandhi 

Dr N. K. Mathur 

Dr Sandeep R. Naik 

Shri M. G. Patel (Alternate) 

Lt-Col P. P. Naidu 

Shri RamaYadav (Alternate) 

Ms Archana Vyas 

Ms Priyanka Katiyar (Alternate) 

Shri R. A, Lal 

Shri Raymond Ramrajkar 
Shri D. I. Desai (Alternate) 

Shri K. D. Joshi 

Shri Vijay Yadav (Alternate) 

Shri P. K. Badami 

Shri Sanjeev Israni (Alternate) 

Dr (Ms) Bharati A. Patwarohan 

Shri R. Chinraj 

Shri Rajendra Gaikwad (Alternate) 

Shri Vinod G. Lath 

Shri Ramesh Khanna (Alternate) 

Shri Ullhas Nimkar 

Shri Rahul Bhajekar (Alternate) 

Prof S. K. Laga 

Prof S. S. Chinchwaoe (Alternate) 

Shri Mahesh Sharma 
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Organization 
The Bombay Textile Research Association, Mumbai 

The South India Textile Research Association, Coimbatore 

The Synthetics & Art Siik Mills' Research Association, 
Mumbai 

University Department of Chemical Technology, Mumbai 

Veermata Jeejabai Technological Institute, Mumbai 
Wool Research Association, Thane 

BiS Directorate General 



Representative(s) 

Sum B. S. Acharya 

Shri P. R. Mistry (Alternate) 

Shri D. Balasubramanian 

Shri K. S. Taraporewala 
Shri D. L. Shah (Alternate) 

Prof M. D. Teli 

Prof S. R. Shukla (Alternate) 

Prof K. D. Gawand 

ShrimatiG. P. Rane 

Shri V. C. Panse (Alternate) 

Shri M. S. Verma, Director and Head (TXD) 
[Representing Director General (Ex-officio)] 



Member Secretary 

Shri Anil Kumar 

Joint Director (Textiles), BIS 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote 
harmonious development of the activities of standardization, marking and quality certification of 
goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced in any 
form without the prior permission in writing of BIS. This does not preclude the free use, in the course 
of implementing the standard, of necessary details, such as symbols and sizes, type or grade 
designations. Enquiries relating to copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are 
also reviewed periodically; a standard along with amendments is reaffirmed when such review indicates 
that no changes are needed; if the review indicates that changes are needed, it is taken up for revision. 
Users of Indian Standards should ascertain that they are in possession of the latest amendments or 
edition by referring to the latest issue of 'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc: No. TX 05 (0791). 

Amendments Issued Since Publication 
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